An analytical method using solid phase extraction (SPE) and analysis by gas chromatography/mass spectrometry (GC/MS) was developed to determine trace levels of a variety of 41 agricultural pesticides and selected transformation products in high-elevation surface waters. Large-volume water sampling (up to 100 L) was employed because it was anticipated that pesticide contamination, if present, would be at very low levels. The target compounds comprise pesticides (and selected oxygen transformation products) known to have been extensively used in agriculture in the San Joaquin Valley, California, USA. Solid phase extraction using the polymeric resin Abselut Nexus was optimized to extract the pesticide analytes from water samples. A single determinative method using GC/MS with electron ionization was used for all analytes. Recoveries from 100 L of reagent water at 100 pg/L and 1 ng/L concentrations were generally greater than 75%, although dimethoate, disulfoton, and phorate were not recovered. Analysis of the extracts without cleanup yielded detection limits for the remaining 38 analytes between 0.1 and 30 ng/L. A silica cleanup with separate analysis of three eluant fractions improved detection limits for 37 of the compounds to between 6 and 600 pg/L in high-elevation surface waters.
A c c e p t e d M a n u s c r i p t fresh water at ng/L levels. They often involve solid phase extraction (SPE) of about 1 L of water, followed by GC/MS with selected ion monitoring (SIM) [1, 2] . Recently, advanced materials for SPE extraction have been investigated with separation by liquid chromatography and ultraviolet absorption detection (HPLC/UV) [3, 4] .
Over the past decade, interest has grown in the occurrence and distribution of pesticides and other organic pollutants in less impacted environmental waters, such as rainwater [5] , snow and ice cores [6] , and remote surface water bodies [7] [8] [9] . This interest has driven the development of more sensitive analysis methods, generally using one of three general approaches: improving sensitivity and selectivity of the determinative instrumental method, increasing the fraction of extracted target compound that is analyzed, or increasing the total volume of water extracted.
Selectivity of GC/MS for pesticides with high electron affinities can be enhanced by using negative chemical ionization (NCI), rather than the more common electron ionization (EI) [10] . Selectivity with either NCI or EI can be improved by the use of tandem mass spectrometry [11] .
Microextraction can increase the fraction of extracted water sample analyzed. The most common variant of this approach is solid-phase microextraction (SPME) using a fiber coated with polydimethylsiloxane [12] . Saraji and Esteki achieved detection limits in the low ng/L range for derivatized carbamate pesticides using the single-drop liquid microextraction approach [13] .
Derouiche et al. used headspace SPME with ion-trap MS/MS to detect as little as 0.4 ng/L of chlorinated pesticides in 2 mL of water [14] . Dispersive liquid-liquid microextraction (DLLME) was used by Berjani et al. to determine 13 pesticides at the low ng/L level in 5 mL water [15] . DLLME uses a dispersing solvent to produce a suspension of about 5 μL of dense organic
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A c c e p t e d M a n u s c r i p t extracting solvent in the water sample. The extracting solvent is separated by centrifugation and about 10% of the total volume is injected into the GC/MS. Reguiero et al. used ultrasonification to form similar dispersions and obtained low ng/L detection limits for pesticicdes and musks in 10 mL of water (16) . Xiong and Hu compared DLLME to hollow fiber liquid phase microextraction for the determination of organosulfur pesticides [17] .
Large-volume injection (LVI) can increase the fraction of extracted analyte to the GC. Almeida et al. analyzed 20 μL of estuarine water extracts by LVI-GC/MS for 9 pesticides at low ng/L levels [18] . Sabik et al. injected 40 μL of a 250-μL SPE extract of water and obtained detection limits of 100-800 pg/L for 13 pesticides in river water [19] .
Finally, large-volume water extraction can also increase sensitivity of pesticide determinations.
Foster et al. used a Goulden liquid-liquid extraction system to sample or extract up to 120 L of water and obtained detection limits as low as 0.28 ng/L for lindane [20] [21] . However, most large-volume water extractions use SPE due to its simplicity and ruggedness. Alegria and Shaw [22] used an XAD-2 SPE procedure originally employed by Ko and Baker [23] for the determination of polyaromatic hydrocarbons and polychlorinated biphenyls to analyze 76 L of sea water for sub-ng/L levels of triazine and organophosphate pesticides.
The large-volume water extraction method presented in this paper was developed for a study A c c e p t e d M a n u s c r i p t several persistent discontinued organochlorine pesticides in multiple media in those mountains, presumably from airborne transport originating in the nearby Central Valley agricultural districts [10, 24, 25] . Recently, Usenko et al. developed a large-volume SPE method for 75 semivolatile compounds, including approximately 30 current-use pesticides and a variety of historic-use pesticides, as well as other persistent organochlorine compounds, in precipitation and surface water [26] . Using that method, Hageman et al. found chlorpyrifos and its oxon, dacthal (also known as DCPA), α-and β-endosulfan and their sulfate transformation products, and lindane, as well as four organochlorine compounds in snowpack at two sites in the Sierra Nevada [27] .
The target analyte list for our method was 41 current-use pesticides (Table 1 ) of a wide range of polarities. The target detection limit range was less than 100 pg/L. Microextraction methods have not been demonstrated for detection limits this low, nor have LVI-GC methods on relatively low-volume extractions. Large-volume extraction was therefore chosen. Because of concerns regarding the use of organic solvents in a pristine environment, solid phase extraction was selected as the approach. Commercially available large-volume SPE devices [22, 23] were initially considered, but were too heavy and expensive for the field study that was planned.
Therefore, a SPE method using a relatively small mass of functionalized polymeric resin was developed that was capable of extracting the analytes from 100 L of water in the field. Analyses of extracts were performed using GC/MS in EI mode. A silica cleanup with separate GC/MS analysis of three fractions was developed to improve detection limits. (Sidney, British Columbia, Canada). Polypropylene cartridges (12, 60 and 140 mL) and matching polyethylene frits (20-µm pore size) were also purchased from Varian. Glass cartridges (8 mL) and PTFE frits (pore size 20-µm), used to prepare the silica columns, were obtained from Mallinckrodt Baker.
Experimental

Extraction and evaporation apparatus
Large-volume water samples (100 L) were pumped in situ through the resin column using a ceramic, valveless pump (QB pump, Q1CKC pump head; Fluid Metering Inc., Syosset, NY) M a n u s c r i p t 
Extraction sorbent selection procedure
Pre-cleaned sorbent material (C 18 functionalized silica, Amberlite XAD-2 resin, Bond Elut PPL, or Abselut Nexus) was obtained in bulk.
One liter reverse osmosis water (RO or reagent water)containing 5 µg of each pesticide was passed through 2g of each solid phase sorbent at a flow rate of 40 mL/min. Pesticide analytes were eluted with successive portions of 15 ml each of n-hexane, n-hexane/ethyl acetate (1:1, v/v) and ethyl acetate. The excess water trapped in the resin was removed mainly in the n-hexane fraction. The aqueous layer was pipetted out of the n-hexane solvent, and extracted three times with 2-mL portions of n-hexane. The eluates and n-hexane washes were combined and dried M a n u s c r i p t over anhydrous sodium sulfate, concentrated to 1 mL and solvent exchanged to ethyl acetate using the Turbo-Vap II evaporator at 30°C under a gentle stream of nitrogen.
Final large-volume water extraction and analyte elution procedure
All water extractions were conducted at approximately 250 mL/min using 8 g of Nexus resin packed in the 140-mL polypropylene syringe barrels. Reagent water and surface waters were used for recovery and method detection limit studies. Surface water samples were pumped in the field from one high-elevation (3091 m) lake and two lower elevation (500-900 m) streams in the southern Sierra Nevada.
Analyte recoveries in 100 L RO water samples were performed in triplicate and at two fortification levels (100pg/L and 1ng/L). Surface water samples were collected in duplicate.
After extraction, the Nexus columns were wrapped in baked aluminum foil and stored at -25 ºC until elution. Prior to elution, resin columns were brought to room temperature and dried under ca. 0.5-L/min ultra-pure nitrogen for at least 1 hour, until the resin was free-flowing and no evaporative cooling of the syringe barrel was noticeable. Analytes were eluted with 400 mL of dichloromethane (DCM) by gravity. The eluant was reduced to a final volume of ca. 1 mL at 23 ºC with the Turbo-Vap 500 closed cell concentrator and exchanged to n-hexane for silica cleanup as described in section 3.2.3.
Instrumentation
A c c e p t e d M a n u s c r i p t
All analyses were performed using an Agilent 6890A capillary gas chromatograph and 5973N mass selective detector (Agilent Technologies, Palo Alto, CA) using EI SIM mode. The gas chromatograph was fitted with a 30-m x 0.25-mm ID fused silica capillary column coated with a 0.25-µm film of crossbonded 5% diphenyl -95% dimethyl polysiloxane (Restek Corporation, Bellefonte, PA) with an integrated deactivated guard column of 5-m x 0.25-mm ID fused silica.
The injector used was a Gerstel CIS 4 inlet (Mühlheim, Germany), equipped with a programmable temperature vaporizer (PTV) and a 71-mm x 2.0-mm ID deactivated baffled liner.
Pesticide-grade, deactivated, packed liner was initially investigated and found to be very susceptible to creating active sites. Sample extracts were introduced into the GC injector using a Gerstel MPS 2 autosampler equipped with a 10-µL syringe.
A 1-µL sample was injected into the inlet liner in a pulsed-splitless mode. Ultrapure helium was used as carrier gas. The initial injector temperature was at 200°C and rapidly heated to 300°C (in approx. 8 s). A pulsed pressure of 174 kPa (25 psi) was applied during injection and held for 0.75 min. After the initial pressure pulse, the carrier gas flow was held constant at 1 mL/min.
The oven temperature program was: 50 °C for 1 min, 35 °C/min to 150 °C, 7 °C/min to 290 °C, 100 °C/min to 300 °C, and held 1 min. The total program required 24.96 min. The ions listed in Table 1 were monitored in the SIM mode.
Results and discussion
M a n u s c r i p t
Sorbent Selection
The pesticide compounds (Table 1 ) exhibit a wide range of polarities [28, 29] however; they do not fall into the highly-polar or the non-polar category. With this in mind, C 18 -functionalized silica, XAD-2, PPL and Abselut Nexus were chosen as potential solid phase sorbents.
Preliminary extraction experiments were first conducted with C 18 -functionalized silica and XAD-2 solid phase sorbents. Recoveries were fair for most of the analytes, but somewhat variable, especially for the more polar compounds. PPL and Abselut Nexus yielded similar average recoveries: 95% and 97%, respectively, for the analytes evaluated. Recoveries with Nexus were more consistent between compounds, with a standard deviation of 12%, compared with 19% for PPL. In addition, Nexus was designed for extractions without the need for preconditioning with methanol, which is an advantage for field work. Therefore, Nexus was chosen for further evaluation, and no preconditioning was used after the initial solid phase comparison study.
Development of the solid phase extraction procedure using Abselut Nexus
After selecting Abselut Nexus as the most suitable sorbent for the target pesticides, an extraction procedure for large volume water samples was developed and optimized. The complete extraction protocol is outlined in Figure 1 . Analyte amendment was performed using an injection port located just before the Nexus cartridge. A battery powered metering pump (section 2.2.) was used to deliver the large volume water samples to the Nexus cartridges. The amount of resin necessary for optimum extraction of pesticide analytes from a 100 L water sample was M a n u s c r i p t determined by conducting a breakthrough experiment in which large volume water samples amended with 5 µg of each analyte were pumped through 8-g Nexus columns followed by 4-g Nexus columns. The cartridges were then separated and treated separately. For every analyte except dimethoate, the initial 8-g of resin recovered >97% of the compound. The 8-g column recovered ~60% of the dimethoate.
Solvent selection for analyte elution
Recoveries by three elution procedures were evaluated: sequential 160-mL volumes of n-hexane, n-hexane/ethyl acetate (1:1, v/v), and ethyl acetate (procedure 1); 400-mL of dichloromethane (procedure 2); and 400-mL acetone (procedure 3). The extracts from each procedure were solvent exchanged into 1 mL of ethyl acetate and analyzed by GC/MS to determine the recoveries for 5 µg of each pesticide. Dichloromethane provided higher recoveries on average (95% vs. 87% and 88% for the sequential hexane-ethyl acetate system and the acetone eluant, respectively) and more consistency among the analytes (8% vs. 12% and 18%, respectively).
Remaining experiments were therefore conducted with dichloromethane as the elution solvent.
Sorbent drying and eluant evaporation temperature studies
Initial analyte elutions were performed on extraction sorbents that had been briefly purged with nitrogen to remove excess moisture. In addition, the remaining water in the eluant required extensive drying with sodium sulfate. More complete removal of water from the sorbent with A c c e p t e d M a n u s c r i p t nitrogen without subsequent sodium sulfate drying was evaluated. One liter of reagent water, fortified with the suite of pesticide compounds (5 µg each), was applied to each Nexus cartridge.
Before elution using solvent procedure 1, approximately 0.5 L/min of nitrogen was passed through the extraction cartridges for drying periods of 60 and 150 minutes. Passing N 2 over the 8-g Nexus bed for 1 hour removed almost all the water trapped in the resin. As shown in Figure   2 , there was little difference between those recoveries and the recoveries obtained after 2.5 hours drying, except for the carbamates among which EPTC, butylate, and pebulate were the most affected. Recoveries improved for these analytes with the 2.5 hour gas purge, after which the Nexus was visibly free flowing, indicating nearly complete water removal. Apparently, even small amounts of residual water affect GC analysis of the early-eluting analytes. As an added drying step, 300-mg sodium sulfate was added to the silica clean-up column in the final procedure.
The effect of solvent evaporation temperature was studied to see if evaporation time could be reduced. Duplicate samples of 400 mL of dichloromethane containing 5 μg of each analyte were concentrated in the Turbo-Vap 500 apparatus at 23, 35 and 58 ºC. Figure 2 shows the recoveries obtained for the three evaporation temperatures. Aside from the eight most volatile analytes (EPTC, butylate, pebulate, prophos, ethylfluralin, trifluralin, benfluralin, and phorate), there was no trend among the three temperatures for the rest of the analytes. For the eight most volatile compounds analyzed, significant losses occurred at temperatures above 23 ºC, and that temperature was used in the final method.
Silica fractionation cleanup
Page 13 of 30
A multi-solvent cleanup on silica was developed to isolate the pesticide analytes from water matrix coextractants. The pesticides were eluted from the silica column based on increasing order of polarity and were collected in several solvent fractions (Figure 1 ).
The initial elution with n-hexane removed polymer residues and other lipophilic matrix components but none of the target analytes. The pyrethroids (cis-and trans-permethrin), DCPA and most of the carbamate-, aniline-, and organochlorine-pesticides were eluted in the 8:2 and 4:6 n-hexane-dichloromethane fractions. Hexanedioic acid and other interfering compounds were collected in the dichloromethane fraction. The 1:1 DCM-ETAC solvent mixture eluted the organophosphate pesticides and oxygen analogues, leaving chlorophyll and other organics on the column.
Holding time study
We mentioned earlier, that the large-volume water extraction method was developed for a study to evaluate the occurrence and temporal variation of airborne pesticides in high elevation lakes of the Sierra Nevada Mountains in California. Because of the remoteness of the sampling locations, it was anticipated that field samples may not be analyzed within the first days of collection but will be kept frozen to await analysis. The short term and long term stability of the pesticide analytes on the Nexus sorbent was then studied. This was performed using Nexus cartridges spiked with 5 ug each pesticide in water. The wet cartridges were kept in a freezer at -25C and analyzed after two, fifteen and 30 days of storage. One of the samples was kept for one year.
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The recoveries obtained for a two-day and one-year old samples are presented in Table 2 .
Prolonged storage of the Nexus cartridges did not affect the recovery of the majority of the pesticide compounds. The eluate from the 1-year old sample extract was accidentally evaporated to dryness and reconstituted in ethyl acetate. Fractions of the more volatile species could have been lost during the evaporation process which could explain in part the lower recoveries obtained for butylate, ethalfluralin and pebulate. Recoveries for disulfoton and phorate were 50 and 66%, respectively. These two compounds were later dropped in the study because of erratic recoveries in standard mixtures and sample extracts.
Large-volume water extraction recoveries
Pesticide analytes spiked into alpine lake water extracts and laboratory reagent waters were effectively recovered after silica clean up. There was no significant difference between the alpine lake water matrices and the reagent water in the fractions analyzed.
Recoveries obtained with the final large-volume water analysis procedure were evaluated at both 100 pg/L and 1ng/L analyte concentrations. Each amendment level was extracted in triplicate.
The results, presented in Table 2 , indicate average recoveries of 70%-130% at both concentrations for 22 analytes. Eight compounds had moderately elevated recovery (130%-150%) at one of the concentrations. Azinphos-methyl and the oxygen analog of chlorpyrifos exhibited recoveries in excess of 150% and high variabilility at the higher amendment concentration. The three most volatile analytes (EPTC, butylate, and pebulate), as well as lindane and fonofos, gave lower recoveries (50%-67%), although the precision of the recovery M a n u s c r i p t was generally better than 10% (absolute standard deviation). This precision was similar for most of the analytes and indicated that determinations of these compounds could be useful, depending on data quality objectives. The oxygen analogs of azinphos-methyl and phosmet did not exhibit acceptable chromatographic sensitivity for analysis below 1 ng/L, and they were deleted from the method. Recoveries for dimethoate, disulfoton, and phorate were near zero at both concentrations. Interestingly, the results of the breakthrough experiment and sample holding time study, conducted at higher analyte concentrations, indicated incomplete retention only for dimethoate. The poor recoveries obtained for the three compounds at these lower concentrations indicate that the incomplete retention was not due to exceeding the capacity of the Nexus but rather to low partitioning of the analytes to the solid phase.
Estimated method detection limits
The instrument and method detection limits were determined as the concentrations at which the peak heights for the quantification ion and two other ions exceed 10 σ of the background at the analyte retention time, and the ratios of the qualifying ions to the quantification ion meet an intensity ratio criterion of ±30 %. In addition, the retention time of the peak must match the The effectiveness of the fractionated silica clean-up procedure in reducing matrix interferences can be seen in Table 3 by comparing the MDLs for the reagent water and surface water with the MDLs in the last column estimated from the peak-to-peak noise of lake water extracts that were analyzed without fractionation of the clean-up eluants. The MDLs without cleanup are at least 3 times greater than those with cleanup for 31 of the 38 recovered compounds. MDLs for 16
analytes were improved by at least a factor of 10 by cleanup. The improvement in the MDL achieved by discarding some fractions of the silica cleaned extract is illustrated in Figure 3 for the DCPA extracted from 100 L of lake water.
The detection limits obtained with this method were sufficient to conduct a large scale study to measure agricultural pesticides in four lakes at high elevation in Sequoia and Kings Canyon National Park which were selected to represent sites relatively near and far the San Joaquin
Valley. Chlorothalonil, chlorpyriphos, DCPA, endosulfan I, endosulfan II, simazine and trifluralin were detected in multiple samples collected at these sites during June and October.
Four of the compounds were found at concentrations and at frequencies that allowed the evaluation of temporal patterns (results of the temporal variation study are presented in a paper
by Bradford et al, to be published).
Conclusions
The large-volume water extraction presented in this paper provides recoveries and detection (Table 3 ). This indicates that either further reducing the final extract volume or using LVI-GC could significantly reduce those MDLs. Finally, alternative determinative methods to GC-MS, such as GC coupled with inductively coupled plasma mass spectrometry, could be M a n u s c r i p t They are also inexpensive, facilitating parallel duplicate extractions. The field water extraction procedure is easily learned by sampling personnel with no chemistry background, and it can run unattended while other tasks are performed by the field teams. The fact that many analytes are stable on the resin for extended periods is advantageous for studies where resources or logistics result in long holding times. Finally, although saline waters were not examined in this study, the resin has been used for extraction of many diverse media. Therefore, it is likely the method could be applied to a broad range of environmental waters, including brackish, estuarine, or marine systems.
Disclaimer
The United States Environmental Protection Agency funded the research described here. It has been subjected to Agency review and approved for publication. Mention of trade names and commercial products does not constitute endorsement or recommendation for use.
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